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Are you Done?

After acquiring your data, please export it to the server and delete it from the computer

Prepare new CLEAN and WATER+AZIDE tubes
Start the cleaning procedure and record the cleaning steps in FACSDiva:

CLEAN WATER+AZIDE WATER+AZIDE
RUN + HIGH RUN + HIGH STANDBY + LOW
arm to the side arm to the side arm to the center
8 Nal wait 1 min wait 1 min
3 arm to the center arm to the center
Q wait 10 min wait 5 min
— L\ <500 evts
processed
record the cleaning steps
= B8 Cleaning 2/21/18 1:45:04 PM
$$ Cytometer Settings
@ (24 Global Worksheets
Log off from FACSDiva and Windows -4 21022000
) . =] @ |4 Clean 2121)18 1:29:34 PM
Refill the sheat tank with PBS + Azide @ @ [ H2o 2/21/18 1:45:04 PM
Replace the waste reservoir, in case it gets full (sound bip)
Thank you!
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