STANDARD OPERATING PROCEDURES

m: Instituto_ | Jodo SOP.UCF.031 - Accuri C6 PLus ‘ Flow
Molecular 1 Ancunes STARTUP CLEANING PROCEDURE ® Cytometry

Are you starting up?

(First user of the day on Weekends, Holidays and outside
weekly working hours)

Turn on the Cytometer and the Computer
Login on Windows and Accuri C6 Plus software
Follow the startup cleaning procedure:

diH,0
RUN + FAST
wait 15 min

You are ready to run your samples!

Thank you!
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